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   MUNICIPAL CORPORATION OF DELHI

  SWAMI DAYANAND HOSPITAL, SHAHDRA, DELHI-110095
CORRIGENDUM  


In Partial modification to previous online e-tendering of following Tender No. may be read as under:-

Tender No:- 11961
may be read for purchase of Anesthesia work station 
Ref;     Specification of Anesthesia Work station       ( NIT No. 11961)

CLARIFICATIONS  ARE TO  BE READ AS UNDER
1. In reference to point 1(A) Anaesthetia machines should have DIN/ PIN system or either of the both for gas cylinder and pipe lines..

2. In reference to point 1(C) the percentage of Minimum concentration of oxygen through hypoxic guard mechanism should be preferably anywhere above the normal air (i.e > 21% of Oxygen)..

3. In reference to point 3 (ventilator) It should have battery back-up of minimum 30 minutes or above.  

4. In reference to point 5, the UPS (online integrated) should be given separately to avoid voltage fluctuations as well as to  back-up facility to all functions of anaesthesia machines .
5. In reference to point (3) Ventilator should be touch screen display or track-knob or both. 

6. In reference to point 6 (5) Audio-visual oxygen failure warning system should be as per International guidelines. 

7. In reference to Points (7) Anaesthesia machines should be CE/ FDA /BIS approved or either of any.
8. In reference to point 2 (vapouriser) Provision of minimum two vapouriser i.e for sevoflourane and isoflourane. (Preferably of same manufacturer).
THESE CLARIFICATION TO BE READ ALONG WITH ALREADY PUBLISHED SPECIFICATION

 OF N.I.T

Medical Superintendent

 I/C e-tendering ,Computer Training Cell,

Ambedkar Staditum
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